














Mechanically  coupled  resonators have been  applied  in  the  last  years  to  the development  of  nanomechanical mass‐
sensors based on the detection of the different vibration modes of the system by measuring on a single resonator. Their 
sensitivity and capability for detecting multiple analytes strongly depends on the design and coupling strength between 
the mechanically  coupled  resonators  in  an  array  format. We  present  a  theoretical  and  experimental  study  of  the 
behavior of an asymmetrically coupled array of four different resonators. These doubly clamped beam resonators are 
elastically coupled by an overhang region of varying length along the transversal axis of the array. The results show that 










One  of  the  key  features  sought when  developing  a mass  sensor  is  the  capability  to  simultaneously  detect  several 
analytes.  In  the  case  of microcantilevers  or microbeams  based  biosensors,  the  development  of  a  high‐throughput 
system involves not only the fabrication of arrays of microcantilevers, which is currently a well‐established and low‐cost 











The  resonant  peaks  of  the  coupled  system  expand  depending  on  the  stiffness  of  the  coupling  region  between 
resonators, kc. For periodic, four identical mechanically coupled resonators, with identical stiffness k and effective mass 
m,  the  minimum    resonance  frequency  corresponds  to  the  an  isolated  oscillator,  while  the  maximum  resonance 
frequency increases with the strength of the coupling,7 as shown in Eq.(1).   
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where   is  the  coupling  coefficient, defined  as  the  ratio of  stiffness of  the  coupling  element  to  the  stiffness of  the 
resonating element,  = kc/k. In the scope of this work, weak coupling is defined when   0.05, while strong coupling is 
when   0.05. When  the  coupled  resonators are nearly  identical,  the eigenstates are  said  to be non‐localized, and 
beautiful examples of collective dynamics can be found in the literature ,8–11 and start becoming localized when a small 





occurs,  the  effect  of  the  added mass  causes  a  drastic  change  in  the  system  dynamics,15  enhancing  the  amplitude 
changes.16,17  Working  with  an  array  of  15  nearly‐identical  coupled  microcantilevers,  Spletzer  et  al.  propose  the 
examination of experimentally measured patterns of eigenmode shifts to identify which microcantilever is detecting the 
analyte.13 And  Lee  et  al. demonstrate  the  feasibility of performing quantitative photoacoustic  spectroscopy with  six 
identical microcantilevers  coupled  to a  shuttle mass.18 However, although  reducing  the  coupling would  increase  the 





system  that  is  strongly  localized  initially.19,20 More  recently,  the  signal‐to‐noise  ratio  amplification of  strong  coupled 
systems has been as well demonstrated.21 
 
In  this work, we make  use  of mechanically  coupled  resonators  for  implementing  a  system  able  to  detect  several 
analytes  simultaneously,  reducing  the  required  read‐out  instrumentation  and  simplifying  the  data  processing, while 
maintaining  a  high  sensitivity  and  dynamic  range.  To  that  end, we  propose  an  original  geometry  of  four  dissimilar 







lengths and, therefore,  in their natural  individual non‐coupled resonance  frequencies. At the same time, the coupling 
stiffness  ratio,   ൌ ݇௖,௜/݇௕,௜  (with  ݇௖,௜  being  the  coupling  region  spring  constant  and  ݇௕,௜  being  the  beam  spring 
constant), is different between neighboring resonators, being lower for beams with smaller overhang length.14 Different 
combinations of the frame slope, the gap between microbeams and the microbeam widths are analyzed. The proposed 
system  can  be  considered  initially  disordered  in  the  sense  that  all  the  resonators  have  different  individual  natural 
frequencies.  
 
The mechanical sensor  is fabricated following a process that  is described  in detail  in the Supporting Material (Fig. S1). 
We fabricate various different arrays of four doubly clamped beam resonators  into 300 µm  length frames. We sweep 





The  characterization of  these devices  is performed using an  in‐house  free‐space optical  interferometer,  locating  the 
laser spot approximately in the middle of each beam. The frequency spectra are obtained by performing a Fast Fourier 




in the spectra correspond to the  first  four eigenstates of the coupled system. As expected  from theory,23 the relative 

















the distribution of  the  energy  in  the  coupled  system,  inducing  a more delocalized  response of  the  vibration modes 
(strong coupling). Consequently, the separation of the frequency peaks augments, facilitating the identification of each 
eigenstate. This is confirmed experimentally for systems of minimum beam width and gap (g=10 μm, w =10 μm), where 
















Finite  element modelling  for  different  geometries  reproduces  the  experimental  behavior  described  in  the  previous 
















In order  to experimentally evaluate  the effect of mass change over  the  system, we deposit a volume of a  thermally 
killed bacteria (Listeria) solution 10 nM (in SSC 5x buffer) by using a drop deposition system able to print spots down to 






with  the  finite element modelling  results. As expected,  the observed  frequency  shift does not depend on  the beam 
where we perform the measurement, other than a slight shift due to warming up of the beam.25 The mass responsivity 
of the ith mode, is defined as Ը ൎ ∆ ௜݂ ∆݉௘௙௙⁄ , where meff is the mode effective mass. 
 
Fig 4(a) also shows the change in vibration amplitude, i.e. change in the eigenmodes. In this case, we can evidently see a 




certainly measurable,  it  is  different  depending  on  the modes,  and may  even  be  opposite  for  certain modes  in  this 
strongly coupled asymmetric  system  (see also Fig. S3  in  the Supplementary Material). This  suggests  that a detection 















The  dimensions,  density  and  location  of  the  added  mass,  as  well  as  the  pre‐stress magnitude,  are  chosen  in  the 
simulation (within a realistic boundaries) to match the experimentally measured frequencies (see Table I). One possible 






   F exp.  F sim.  F mass exp.  F mass sim. 
peak 1  699.08  711.45  695.89  693.04 
peak 2  710.62  715.92  703.36  709.08 
peak 3  723.03  721.32  715.71  714.32 
peak 4  742.30  731.12  731.37  720.85 
 
 
In  conclusion,  we  discuss  the  interplay  of  different  parameters  on  the  coupling  strength  of  different  length 
asymmetrically  coupled  resonators. Various  geometries are  studied  ranging  from highly  localized  (weak  coupling)  to 
highly delocalized  (strong coupling)  systems. The  results  show  the effect of  the design on  the  final  sensitivity of  the 
system  for mass  sensing. With  the proposed design,  if  sufficient mass  is added  into a beam,  the eigenstate with  the 
lowest frequency corresponds to a vibration of the beam where the mass is added. This makes it possible to identify the 
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